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Introduction
 Atrial fibrillation (AF) is the most common cause of stroke. Oral 

anticoagulation (OAC) is used to mitigate stroke risk in patient with 
non-valvular AF[1]. However, a significant number of patients cannot 
be started on OAC due to bleeding complications. Percutaneous 
left atrial appendage occlusion (LAAO) has emerged as a potential 
option for such group of patients. Post-LAAO anticoagulation is 
maintained until device endothelialization. However, there is no 
systematic human study on device endothelialization and currently 
recommended OAC strategy mainly stem from animal evidence. 
There can be variability in endothelialization of the devices and 
delayed or lack of endothelialization of devicesare often encountered. 
There are no standard techniques to ensure device endothelization 
and little is known about the predictors of delayed endothelization 
after LAAO.

Here we present two cases of delayed endothelialization after 
watchman device and discuss potential mechanisms.

Cases 
Case 1 

A 70-year-oldwoman with diabetes, hypertension, moderate to 

severe mitral regurgitation(MR) and persistent atrial fibrillation 
had a history of recurrent gastrointestinal bleeding. As she was not 
a good candidate for long-term oral anticoagulation, she underwent 
Watchman device implantation. Adequate deployment of the device 
was confirmed both by transesophageal echocardiography (TEE )
and Fluoroscopy using the PASS criteria (Position, Anchoring Size, 
and Seal). No residual flow into the appendage was observed by TEE 
at the conclusion of the case. She received warfarin and aspirin for 
6 weeks after the procedure. TEE at 45 days after the procedure 
showed good device apposition and no evidence of thrombus or 
device leak. She was then treated with aspirin and clopidogrel for 
the next 6 months followed by aspirin therapy alone thereafter. TEE 
after a year post-procedure did not reveal any thrombus or device 
leak. Patient developed severe symptoms from MR and needed 
open mitral valve replacement surgery 1.5 years after watchman 
procedure. Intraoperatively, on visual inspection of the Watchman 
device the cardiac surgeon noted that there was complete lack of 
endothelialization [Figure 1]. A jet of blood stream from posterior 
mitral leaflet was seen to hit the left atrial appendage on the 
echocardiogram. 

Case 2 
 A 57-year-old man with a history of permanent AF and lower 

GI bleed while on warfarin.   underwent implantation of a 30 mm 
WatchmanLAAO device. Adequate deployment of the device was 
confirmed both by TEE and fluoroscopy using the PASS criteria. 
There was no leak and an inferior shoulder noted was deemed to be 
acceptable with respect to the device’s final position.  The patient was 
maintained on warfarin and aspirin therapy following the procedure 
for 45 days.Follow up TEE after approximately 45 days following 
implant revealed no thrombus on the device or residual leak.  
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who are not suitable for long-term oral anticoagulation (OAC).  Current practice mandates use of post-procedural OAC for 45 days after 
WatchmanTM placement duringwhich complete device endothelialization is expected to occur. However, most of theevidence supporting this 
strategy stem from animal studies. Incomplete device endothelialization are often encountered after 6-weeks of procedure and its therapeutic 
implications are less clear. Here, we present two cases of incomplete endothelialization after 1.5- and 2-year of Watchman implantation. 
In one of the cases, we believe thatan eccentric mitral regurgitation jet caused shearing force on the Watchman device and impeded with 
normal endothelialization. In the other case, we found a device related thrombus possibly favored by prothrombotic environment created by 
lack of endothelialization. Further studies are warranted to find predictors and better diagnostic tool of LAAO endothelialization. 
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Clinically, it is important to clearly understand the process of 
endothelialization for better management of LAAO patients. 
Postprocedural antithrombotic therapy largely prevents thrombus 
formation until endothelialization is complete. Incomplete en-
dothelialization could provide a persistent prothrombotic surface for 
thrombus formation.Delayed device surface healing could potentially 
be related to thrombus formation that accompanies any device im-
plantation(13). Device related thrombus (DRT) formation may be 
related to degree of LAAO device endothelialization[14].

There is no standard test to determine the degree of endothelial-
ization of LAAO devices in current practice. In a study by Granier 
et al, incomplete endothelialization was defined as residual permea-
bility on cardiac computed tomography without peridevice leak on 
TEE at follow-up[15]. Using such definition, they found 61% of the 
implants to have incomplete endothelialization after the mean follow 
up of 10 ± 6 months. Behenes et al recently presented a standard-
ized cardiac computed tomography angiography (cCTA) protocol 
for systematic follow-up and comparison of patients after LAAO 
device implantation. They have proposed a protocol to correlate con-
trast enhancement with degree of endothelialization after LAAO 
device placement. Complete neo-endothelialization is characterized 
by the absence of contrast enhancement within the LAA without 
any peri-device leak.Contrast enhancement in the LAA of less than 
50 Hounsfield units compared to the left atrium suggests incomplete 

Warfarin was stopped, and the patient was placed on clopidogrel 75 
mg daily in addition aspirin 81 mg daily.  Follow up TEE at 1-year 
revealed stable device position, no leak or thrombus on the device.  
clopidogrel was discontinued, and the patient was maintained on 
ASA therapy.  Two years after the procedure the patient underwent 
a transthoracic echocardiogram that revealed a large thrombus along 
the superior and lateral region of left atrium as well as the surface of 
the Watchman device.  A TEE was performed that confirmed a large 
mass, consistent with thrombus, that appeared to originate at the 
center of the Watchman device and extended along the wall of the 
Left Atrium.  The patient was initially restarted on warfarin therapy 
with (target INR 2.5-3.5).  When this failed to resolve the thrombus, 
aspirin 325 mg daily, and clopidogrel 75 daily were added.  Several 
months later, the patient developed acute lower gastrointestinal 
bleeding and warfarin, aspirin and clopidogrel were discontinued. 
The patient underwent surgical removal of the LAA thrombus, the 
Watchman device, and excision of the LAA.  Gross inspection of the 
Watchman device revealed patchy and incomplete endothelization of 
the device [Figure 2]. The patient recovered from the surgery without 
incident and is doing well.   

thromboembolic events[4]. Another  report describes a direct visuali-
zation of an area of incomplete endothelialization of Amplatzer Car-
diac Plug by a cardiac surgeon during open heart surgery for CABG 
after 1.5 years[5]. More publications exist in the sphere of Amplatzer 
Septal Occluder (ASO). Animal studies on ASO showed that it gets 
endothelialized in 3 months[6]. However, many human studies have 
found incomplete endothelialization of septal occluder device on 
autopsy or surgery after 5 months to 7 years post implantation[7–12]. 
Such discrepancy in endothelialization of endovascular devices be-
tween animals and humans clearly point to the presence of different 
regeneration mechanisms and calls for systemic studies in humans.

Figure 1:

Intraoperative picture showing complete non-endothelialization 
of Watchman device after 1.5 years of implantation. Patient had 
severe posterior mitral regurgitant jet hitting on the Watchman 
device

Discussion
    LAAO is being increasingly used for stroke risk reduction in pa-
tients not suitable for long term oral anticoagulation. It is important 
to understand the endothelialization process in these devices as it  
has clinical implications in the management of these patients.Here, 
we report two cases of incomplete endothelialization after more than 
1.5 year of watchman LAAO. While the cause of delayed endotheli-
alization in one is less clear we hypothesized that chronic force from 
posterior mitral regurgitant jet into the watchman could be the sig-
nificant contributor in the other case. 

Most of the information about endothelialization of LAAO devic-
es stem from animal studies.In animal studies, LAAO devices have 
been found to undergo complete endothelialization in 3 months[2]. 
Except for a few case reports, there are no systematic studies about 
endothelialization in human.Massarenti et al reported a case of in-
complete endothelialization that was observed after 10 months of 
Watchman implantation in a patient with hereditary hemorrhagic 
telengectesesia. Patient had stroke with device and when the device 
was analyzed,incomplete endothelialization was noted[3]. Another 
report from Canada reports a post mortem finding of incomplete 
endothelialization of Watchman device in a patient with multiple 

Figure 2:
Gross inspection of Watchman device that was removed 
after 2 years of implantation. It shows a large area of non-
endothelialization
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ML. Transesophageal echocardiographic diagnosis of a WATCHMAN left 
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neo-endothelialization while equal contrast enhancement in both 
LAA and Left atrium signifies no or very early endothelialization[16]. 
However, it is unknown at this time, if cardiac CT would provide 
additional benefits over standard TEE after LAAO. Nevertheless, 
growing interest in the use of alternative imaging modalities after 
LAAO may be able to provide with better test to assess neoendothe-
lialization after endocardial LAA closure devices.

In addition to the need of better diagnostic tool for detecting de-
vice endothelialization, understanding factors associated with device 
endothelialization is equally important. The optimal neoendotheli-
alization of any implanted cardiac device might largely depend on 
the internal milieu such as hemodynamics ofthe heart and endothe-
lial function. Dysfunctional endothelial cells due to abnormalities 
in transforming growth factor-B  in a patient with hereditary tel-
engectesia has been a putative cause of incomplete endothelializa-
tion that was observed 10 months after a watchman implant[3]. The 
high shear force near vascular stenotic area is known to affect cellular 
adherence and cause deleterious effects on endothelial cells[17]. Sim-
ilarly, turbulent blood flow caused by high velocity regurgitant jet 
has been known to invoke spatial and temporal disorganization that 
can thwart normal compensatory endothelial realignment[17]. It is our 
speculation that turbulent flow caused by posterior MR jet might 
have impeded normal endothelialization in response to LAAO de-
vice in our first case. Granier et al had found patients with incom-
plete endothelialization tended to be more likely to have diabetes 
(36% vs 11%) and permanent AF (57% vs 22%), and to have been 
implanted with larger devices (86% vs 44%)[15].

Conclusion
Incomplete endothelialization of LAAO devices are often en-

countered clinically. There is paucity of understanding regarding the 
causes of incomplete endothelialization. Incomplete endothelializa-
tion may provide a persistent prothrombotic surface for thrombus 
formation and may warrant prolonged anticoagulation use post-im-
plant. Based on our case, we hypothesize that MR could be one of 
the predictors of delayed endothelialization. The predictive factors 
associated with delayed endothelialization should be determined in a 
large prospective cohort.
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